[Cytotoxicity evaluation of the disposable medical syringe piston].
When some testing institutions performed biological evaluation to the disposable medical syringe piston, cytotoxicity was found. According to the biological evaluation testing Selection Guide proposed by Ministry of Health and the Comments of Sample Provider, We performed biological evaluation to one sample by using 5 tests of basic biological evaluation. Cytotoxicity was found, which was probably caused by the residue of the lotion. This research provides reference for objective evaluation of disposable medical syringe piston and safe guarantee of the product.